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I. Introduction
In high dose-high precision radiotherapy era, treatment verification is necessary to assure the correct dose delivery to a patient. Several authors have proposed accuracy requirements. For instance, Shen et al 2003. [1] Proposed an accuracy requirement in absorbed dose delivery at the dose specification point of 3.5% (1 SD) for external beam treatments based on the steepness of dose-effect curves for local tumor control and normal tissue damage. For specific high dose-high precision treatments this number may be decreased, or for less demanding situations increased.
There are many potential error sources in a radiotherapy treatment, which can increase the uncertainty in the dose delivery to a patient to unacceptable values. Potential error sources can be subdivided into four categories [2] : (1) errors in the data transfer from treatment planning system (TPS) to treatment equipment, (2) errors in the functioning of the treatment equipment, and errors that are patient related due to (3) set-up errors or organ motion and (4) inaccuracies during the treatment planning process Various solutions can be chosen to detect and correct errors in these four categories but there are few solutions that can be utilized to detect errors in all four categories.
One of the most important critical steps in the radiation treatment process is the definition of the tumor and surrounding tissues. Currently a CT scan is widely used to delineate the gross tumor volume (GTV), which consists of all clinically macroscopic disease, including what is visible on imaging modalities 3, 4. Safety margins are added to this volume to prevent geographical misses. The clinical target volume (CTV) is created by adding a certain margin to account for microscopic disease. After accurate definition of this GTV and CTV, geometric uncertainties like set-up errors and tumor motion are covered by an additional safety margin to create the planning target volume (PTV).
These geometrical errors can be divided into systematic (every fraction the same) and random (varying from fraction to fraction) deviations from the planned situation. Several margin 'recipes' are described in literature to calculate the CTV-PTV margin 5-6. Once the target volume is accurately delineated, treatment fields can be defined and the dose distribution can be calculated and optimized
II.
Material and methods: Step electronic portal imager dosimetry (EPID) as check final step verification system in treatment. Check, all system for treatment for optimize the PTV and OAR delineation margins and error in system for imaging and planning.
III. Results

Determination of the effects 3D Margins around the treatment volume in radiotherapy planning
Figures (1) . Changes in prostate dimensions over time. Subsequent measurements were made using the ellipsoid approximation. Change in antero-posterior dimensions -in first fraction and second fraction and change after 15 fractions. For 5 selected patients by the rigid correlation matcher. For each patient, the mean translational error and its standard deviation is plotted. Fig (3) : Displacement of Rectum Volumes -As Show in Fig (3) : the max change in rectum volumes in patients involve this study about 12 mm as average in all directions . -There is significant increase in rectum dose about 12 Gy more than stable condition for rectum. Patient .
-As show in Fig (4 ) : the displacement in PTV and CTV in decrease in local control in tumor due to decrease in average volume was received optimum dose 95 % . -According to multi studies done for coverage of PTV-there is no ideal coverage but coverage may be change but should be not, less than 95 % from volume not received not less 95 % from prescribed dose. -In comparison with many study for PTV for Prostate displacement due effect of bladder and rectum varied within 5 mm to 12 mm , but the current study the variation of displacement in average 5 mm. ( as shown in Fig . 5 ). Fig. (7) ;-as shown the shape of bladder change due to filling and emptying -according volume change toe volume of CTV and PTV displaced -change the dose cover target will decrease .
-According for target cover by optimum dose the local will affect .
Fig (8 ) : Displacement due to Rectum and Bladder Volumes Changes
-As show Fig (8) : illustrate the displacement in critical Volumes and PTV due to empty and filling the bladder and rectum. -According study for displacement and margins for PTV about 9 mm for safety bladder and rectum dose tolerances. -Good arrangements for planning is five fields size due to reduce the bladder and rectum dose in addition the Head of femurs within the tolerances of critical structures. 
IV.
Conclusions:
Prostate displacement due effect of bladder and rectum varied within 5 mm to 12 mm , the variation of displacement in average 5 mm. Geometric Verification is Mandatory for all external beam radiotherapy. The geometric Verification Process must be carried out within a clearly structure, adhering to locally protocols. Each radiotherapy department should determine the verification protocols as planning margins required for their own practice. This because the frequency if imaging , the tolerances and action levels used , and the planning margins will vary according to local use of techniques , process , anatomical sites equipment and immobilization.
Clinical implementation of geometric verification protocols should be co-coordinated a designated multi-professional team. Set-up errors have both systematic and random component, verification protocol are necessary to identify each component. Systematic error must be identified and minimized using correction protocols for every patient having a multifactor course of radiotherapy.
